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TROPOSPHERIC HO DETERMINATION BY FAGE 
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In the detection of tropospheric HO by laser-excited 
fluorescence, we have introduced an alternative air-sampling 
method, named FAGE (Fluorescence Assay with-4as E pansion). Here 
the air is expanded through a nozzle (to 10 
excitation, in order to improve the ratio of the HO signal to the 
scattered, fluorescent, and photolytic backgrounds. The improve- 
ment comes from the differing pressure dependence of the inten- 
sities of these four terms, as well as the distinguishability of 
their temporal waveforms at low pressures when excited by a 
pulsed laser. 
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In this work, HO has been excited by a YAG/dye laser via the 
A,1 <-- X,O Q11,l' transitions at 282 nm, with fluorescence 
detection in the A,O -->, X,O band near 309 nm. Other lasers and 
pumping paths may perform as well or better in this method. We 
have determined HO in urban air, where all three background terms 
are larger than in the remote troposphere. 

With FAGE, chemical modulation of the HO signal has been 
achieved by hydrocarbon addition to the nozzle flow, converting 
photolytic HO from an interference to a background. Chemical 
calibration of the instrumental response to external HO has also 
been achieved, by hydrocarbon decay, at HO concentrations within I 

I the ambient range. 

The method and the instrument have been described in 
Reference 1. Since then, FAGE sensitivity to ambient HO has been 
improved by a higher rep-rate, higher pulse-energy laser; narrow- 
band interference filters with f /1 .5  collectors; and two parallel 
air-sampling channels. A steady-state modification of the 
hydrocarbon-decay method has allowed multipoint FAGE calibration 
throughout the NO-NO -0 progression. 2 3  

Reference 1: 

T.M. Hard, R.J. O'Brien, C.Y. Chan and A.A. Mehrabzadeh, 
Environmental Science and Technology - 18 768-777 (1984). 
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Comments 

These authors  claim a 10 percent  abso lu t e  accuracy us ing  t h e i r  method of 
sampling from a Teflon bag con ta in ing  OH and o the r  spec ie s .  I n  t h e  f u t u r e ,  
w i t h  opt imiza t ion  of t h e  p re s su re  reduct ion  nozzle  and time g a t i n g ,  they 
expec t  t o  measure 2 X 10 / c m  , with  a s ignal- to-noise  l e v e l  of 2 and an 
a b s o l u t e  accuracy wi th in  a f a c t o r  of 2. 

5 3  

The OH l eve l  i n  t h e  bag i s  c a l i b r a t e d  by t h e  time decay of hydrocarbons 
and t h e  FAGE technique by sampling from t h e  bag. Ques t ions  were r a i s e d  
concerning wall e f f e c t s ,  but  t hese  only occur near  t h e  end of c o l l a p s e  of t h e  
bag. The probe is moved around w i t h i n  the  bag i t s e l f .  The photochemical 
cond i t ions  which produce the  OH are va r i ed ;  t h e s e  are concen t r a t ions  of 03, 
H20, NO and hydrocarbon, and t h e  u l t r a v i o l e t  i n t e n s i t y .  
from unsa tura ted  compounds, which have a p res su re  and temperature  dependent 
r a t e  cons tan t?  Al toge ther ,  cons iderable  concern was voiced by t h e  workshop 
p a r t i c l p a n t s  about t h e  c a l i b r a t i o n  method; whi le  t h e r e  were no obvious 
problems, i t  was f e l t  t h a t  a s tudy  of t he  method was warranted. 

What are t h e  e f f e c t s  

This  method appears  ready t o  move i n t o  a ground-based c o l l a b o r a t i v e  
e f f o r t  toge ther  wi th  the  long-path absorp t ion .  Cons idera t ion  has  not  y e t  been 
g iven  t o  a i r c r a f t  ope ra t ion  and s p e c i a l  problems which could occur  t h e r e ,  f o r  
example, H20 c l u s t e r i n g  a t  220K f o r  f l i g h t s  h igher  i n  t h e  t roposphere.  

This  method can be combined d i r e c t l y  wi th  a de te rmina t ion  of H02 by 
chemical conversion as descr ibed  below. This combination has  decided appea l  
f o r  measurements of t h e  r a t i o  [OH]/[H02] which appears  of special  i n t e r e s t  as 
a tes t  of the models. 
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